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The Role of Flushing Dental Water Lines
for the Removal of Microbial Contaminants

EuceNE W. RicE, PHD? SYNOPSIS

Wirriam K. Ricu, DMD" . .. . . . .
CLirrorp H. JOHNSON, BS* Objectives. This study was designed to determine the role of flushing dental

Denns . Lyk, PrD? water lines for the removal of heterotrophic plate count bacteria, Legionella
spp., and free-living protozoa.

Methods. Forty dental offices were surveyed in the study. An initial sample and
a sample taken after three minutes of flushing were obtained from the air/water
syringe at each location. All samples were quantitatively analyzed for het-
erotrophic bacteria using three bacteriological procedures. The samples were
analyzed for the presence of Legionella spp. using cultural, immunological, and
molecular procedures and for the occurrence of free-living protozoa using a
killed bacteria plate procedure.

Results. The flushing process reduced the level of heterotrophic plate count
bacteria by 1.1 to 1.5 log,, CFU/ml. Compliance with recommendations for
bacterial levels varied depending on the methodology employed in the
analysis. The flushing process did not reduce the occurrence of Legionella spp.
or free-living protozoa.

Conclusion. The results support recent U.S. Centers for Disease Control and
Prevention recommendations that the process of flushing dental water lines
cannot be relied upon as a sole means of reliably improving the quality of
water used in dental treatment.

*U.S. Environmental Protection Agency, Cincinnati, OH
"Private practice, Williamstown, KY; Kentucky Dental Association

Address correspondence to: Eugene W. Rice, PhD, U.S. Environmental Protection Agency, 26 W. Martin Luther King Dr.,
Cincinnati, OH 45268; tel. 513-569-7204; fax 513-487-2555; e-mail <rice.gene@epa.gov>.
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Dental unit water quality has become an issue of con-
cern in both infection control practices and occupa-
tional exposures in dental health care settings. While
flushing of dental unit water lines has been recog-
nized as an important strategy for controlling micro-
bial levels in dental water systems, recommendations
regarding the efficacy of flushing have changed in
recent years. In 1993 the U.S. Centers for Disease
Control and Prevention (CDC) recommended that
dental water lines be flushed to reduce the microbial
load in dental unit water.! The most recently pub-
lished CDC guidelines, however, suggest that other
strategies beyond flushing are needed to improve wa-
ter quality.? The CDC recommended that the number
of bacteria in water used as a coolant/irrigant for
nonsurgical dental procedures should have an aerobic
heterotrophic plate count (HPC) of =500 CFU/ml.?
This number was selected based on recommendations
for levels of HPC in potable water. In addressing this
issue, the American Dental Association (ADA) has pro-
posed that water used in dental treatment contain a
bacterial level of =200 CFU/ml.? The flushing of den-
tal water lines has been shown to decrease the levels of
planktonic bacteria in the water, but this practice has
not been shown to affect the biofilm that accumulates
in the water lines.>* To date, the effectiveness of flush-
ing has been measured by comparing HPC levels
present in initial and post-flushing samples. The role
of flushing in the removal of specific pathogens has
not been examined.

Exposure to dental water has not been shown to
present a demonstrable health risk to either patients
or dental health care providers. However, the pres-
ence of pathogens in dental unit water lines is not
consistent with accepted infection-control principles.*
Legionella spp. are important pathogenic agents that
have been shown to be transmitted in infectious aero-
sols from potable water. Occurrence studies have dem-
onstrated the presence of Legionella spp. in dental wa-
ter.*” Further, it has been reported that dental health
care workers may have substantially higher titers of
Legionella antibodies compared to control popula-
tions.%” In potable water, Legionella spp. are often asso-
ciated with biofilms and free-living protozoa. The small
diameter of dental water lines, accompanied by peri-
ods of prolonged water stagnation, provides a suitable
ecological niche for biofilm development and the
proliferation of both Legionella spp. and protozoa.

This study was designed to specifically address the
efficacy of flushing for the removal of Legionella spp.
and free-living protozoa and to evaluate the overall
effectiveness of this procedure in reducing the total

microbial load as measured by three bacteriological
procedures.

METHODS

Forty dental offices using municipal drinking water
for their water supply were surveyed in this study. Water
samples were collected from the air/water syringe from
each dental operatory. The two samples consisted of
an initial sample and a second sample obtained after
the water from the syringe had been allowed to run to
waste for three minutes. The time of use prior to
sampling varied among the dental offices. Approxi-
mately one-half of the samples were collected from
syringes that had not been used within the past 24
hours. The remainder were taken from syringes that
had been used during the course of the clinic day.
Each sample was analyzed for HPC bacteria, Legionella
spp., and free-living protozoa.

Three separate procedures were used to determine
HPC bacteria. The first procedure was the aerobic
pour plate using plate count agar (PCA) incubated at
35°C for 48 hours.® The second procedure utilized the
spread plate technique using R2A agar incubated at
25°C for seven days.® The third procedure also utilized
the spread plate technique, but using 5% sheep blood
agar (SBA) incubated at 35°C for 48 hours.?

The presence of Legionella spp. was determined by
cultural, immunological, and molecular procedures.
Water samples (minimum volume of 10 ml) were fil-
tered through a 0.2 pm porosity polyethersulfone-based
membrane.* The membranes were placed in 2 ml of
the sample water and bacteria were dislodged by
vortexing for one minute. The procedures for analysis
for Legionella spp. were the same as those previously
described by Williams et al.” Briefly, the cultural analy-
sis utilized a BCYEa agar. The immunological assay, a
microscopic direct flourescent antibody (DFA) proce-
dure, uses a Legionella polyclonal conjugate system.’
Molecular analysis was completed using the polymerase
chain reaction (PCR) procedure. The Legionella PCR
kit (Perkin-Elmer) was used to detect the presence of
the genus Legionella and to specifically detect the spe-
cies pneumophila.

Protozoa were detected using a killed bacterial plate
procedure. Agar (1.5%) plates were seeded with an
overnight culture of Escherichia coli grown at 35°C in
tryptic soy broth. The bacteria were swabbed onto the
surface of the agar and exposed to ultraviolet irradia-
tion (254 nm) for 20 minutes to inactivate the E. coli
culture. Plates were inoculated with 20 ml of the test
water and incubated at 20°C for 5-7 days. Plates were
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observed daily using an inverted microscope (200X).
The presence of any protist form (i.e. flagellate,
amoeba, etc.) was scored as a positive sample. The
protozoa species were not taxonomically identified.
The significance of the flushing procedure on the
various parameters was determined by statistical analy-
sis. Bacterial counts were log transformed prior to
conducting the analyses. A constant (0.5) was added
to any values that equaled zero. The signed rank test
was used to compare levels of HPC in the initial and
flushed samples. Paired comparisons for occurrence
data for Legionella in initial and flushed samples were
tested using the McNemar’s test for proportions.
Cochran’s test for related observations was used to
determine if there were significant differences between
the methods used for the analysis of Legionella spp.

RESULTS

The effect of flushing on the presence of HPC bacte-
ria as determined by the three assay procedures is
shown in the Figure. The mean level of bacteria present
in the initial samples using PCA was 3.36 log,, CFU/
ml and 1.84 log,, CFU/ml in flushed samples. The
mean level was 4.83 log, CFU/ml in the initial samples
and 3.56 log,, CFU/ml in the flushed samples using
R2A medium. The SBA medium yielded a mean of
2.20 log,, CFU/ml in the initial samples and 1.08 log,,
CFU/ml in the flushed samples. The differences be-
tween the levels of bacteria present in the initial and
flushed samples were significant (p=0.0001) for all

Figure. Levels of heterotrophic plate count (HPC)
bacteria in initial and flushed dental water samples as
determined by plating on plate count agar (PCA),
R2A agar, and sheep blood agar (SBA)

HPC levels

Mean log,, CFU/mL
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NOTE: Error bars denote standard deviations.

three assay procedures. The levels of bacteria in the
samples showed considerable variation between the
analytical methods. While the initial levels of bacteria
varied between the three methods, the flushing proce-
dure produced similar results in the decrease in bacte-
rial numbers. Levels of bacteria were reduced by 1.5
log,, CFU/ml using PCA, 1.2 log,, CFU/ml for R2A,
and 1.1 log10 CFU/ml for SBA.

Legionellaspp. were detected in the dental unit water
samples (Table 1). Significant differences (p=0.0004)
were observed between the three assay procedures.
The PCR assay produced the highest number of posi-
tive samples, followed by the DFA procedure and the
cultural method. Thirteen (32.5%) of the initial
samples were positive for the presence of Legionella by
the PCR procedure. Three of the samples that gave a
positive response for the genus Legionella were also
positive for L. pneumophila. Twelve (30%) of the flushed
samples gave positive results for the genus Legionella,
and the same three samples that were initially positive
for L. pneumophila were also positive in the flushed
samples. Based on the PCR procedure, only one sample
became negative for the presence of Legionella spp.
after the flushing process. The six (15%) initial samples
that were positive by the DFA procedure remained
positive after flushing. The one positive response de-
tected by the culture method was positive in both the
initial and flushed sample. These two culture isolates
were further analyzed by the PCR assay and were
identified as L. pnewmophila. There was no significant
difference between the presence of Legionella spp. be-
fore or after flushing regardless of the assay procedure.

Twenty-five (62.5%) of the initial samples were posi-
tive for the presence of free-living protozoa. The same
25 samples remained positive after the three-minute
flushing procedure.

Both of the Legionella culture positive samples (ini-
tial and flushed) contained protozoa. Five (83%) of

Table 1. Prevalence of Legionella spp.
in dental unit water samples

Initial samples  Flushed samples

(n=40) (n=40)

Number Number

positive positive

Method (percent) (percent)

Culture 1 (2.5 1 (2.5)¢

Fluorescent antibody 6 (15) 6 (15)
Polymerase chain reaction

Legionella spp. 13 (32.5) 12 (30)

Legionella pneumophila 3 (7.5 3 (7.5

*Confirmed by PCR analysis as Legionella pneumophila
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the six initial samples and five (83%) of the six flushed
samples that were positive for Legionella spp. as deter-
mined by the DFA procedure contained protozoa.
Eight (61.5%) of the 13 samples positive for Legionella
spp- by PCR and seven (58.3%) of the 12 positive
flushed samples contained protozoa. Two of the three
initial samples and two of the three flushed samples
that were PCR positive for L. pnewmophila were also
positive for the presence of protozoa.

DISCUSSION

The results of this study indicate that flushing can
substantially reduce the level of HPC bacteria present
in water used for dental treatment. The 1.1 to 1.5 log,,
CFU/ml reduction seen in total counts is similar to
the 1.42 log,, CFU/ml reduction reported in a similar
study.'” The three different procedures recovered sub-
stantially different levels or populations of bacteria.
This is of particular importance when decisions about
water quality are being based on a given microbial
limit. As seen in Table 2, bacterial levels below the two
recommended maximum levels (=200 or =500 CFU/
ml) varied among the assay procedures. Using the two
most common procedures (PCA and R2A) for HPC
analysis in drinking water, only 20% or less of the
initially drawn samples had bacterial counts below the
recommended levels. The =500 CFU/ml limit for
drinking water was derived from studies that used PCA
in the aerobic pour plate procedure. Using this proce-
dure, greater than 70% of the samples were below this
limit after flushing. The spread plate procedure using
R2A agar has been recommended for the recovery of
indigenous oligotrophic aquatic bacteria. This proce-
dure yielded the highest levels of bacteria and the
flushing process resulted in a much lower number of
samples within the recommended levels. The use of
SBA in the spread plate procedure has been proposed
for the routine monitoring of potable water for the
detection of bacteria with pathogenic potential.® It is
noteworthy that the lowest numbers of bacteria were
recovered with this medium.

The HPC procedures used in this study are limited
to the recovery of cultural planktonic organisms in the
water. Bacteria in biofilms in the dental water units
would only be detected by these procedures if they
were being sloughed off into the bulk water. Further,
these procedures are not capable of detecting many of
the important waterborne pathogens of particular in-
terest in dental water, viz. Legionella spp. and non-
tuberculosis mycobacteria. Regardless of the bacterio-
logical method used, flushing was only able to reduce
the microbial numbers by approximately one to one
and half orders of magnitude.

As previously reported, Legionella spp.*® and free-
living protozoa'! were present in the waters examined
in the present survey. There were significant differ-
ences seen between the analytical methods used to
analyze for Legionella spp. The current findings of
higher recoveries using molecular and immunological
procedures are in agreement with earlier reports.**

An important finding of this study was the relative
ineffectiveness of the flushing procedure in reducing
the occurrence of either Legionella spp. or protozoa. A
previous study reported that a two-minute flush re-
duced the levels of amoebae by 66%.' In our study,
the three-minute flushing procedure may have reduced
the numbers present, but did not change the overall
occurrence of protozoa in the initial and flushed
samples. The close association between these organ-
isms and biofilms in dental unit water lines" suggests
that other strategies beyond flushing would be required
to effectively address the issue of biofilm removal. The
use of chemical germicides has been recommended
for the removal or inactivation of biofilms in dental
water lines.> Commercial devices and procedures that
include chemical treatment and microfiltration are
currently available for use in dental water treatment.'*
The results of this study confirm the latest CDC rec-
ommendations that flushing alone is not a reliable
procedure for improving water quality used in dental
treatment.?

The authors gratefully acknowledge D. K. Wild for assistance in
the statistical analysis for this project.

Table 2. Levels of heterotrophic bacteria in dental unit water samples

Initial samples (n=40) Flushed samples (n=40)
Bacteriological media Number positive (percent) Number positive (percent)
=200 CFU/ml® =500 CFU/mle =200 CFU/ml =500 CFU/ml
Plate count agar 7 (17.5) 8 (20) 26 (65) 29 (72.5)
R2A agar 3 (7.5 3(7.5) 4 (10) 6 (15)
Sheep blood agar 20 (50) 24 (60) 34 (85) 35 (87.5)

2American Dental Association recommended level
bCenters for Disease Control and Prevention (CDC)-recommended level
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The U.S. Environmental Protection Agency, through its office
Research and Development, funded the research described

here. It has been subjected to agency review and approved for
publication.
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